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Abstract 

Background: The Jamar hydraulic dynamometer is a widely recognized tool for measuring grip strength. Never-
theless, the devices used most often in Asian countries are spring-type dynamometers, represented by the CAMRY 
dynamometer or Smedley dynamometer. We aimed to evaluate the reliability and validity of the CAMRY dynamom-
eter compared with the Jamar dynamometer.

Methods: This was a cross-sectional study using a random crossover design in the grip strength test with two 
dynamometers. A total of 1064 healthy community-dwelling older adults aged 50–90 years old, which included 686 
minorities and 378 Han Chinese, were recruited into the study from July to September 2021. We assessed the reli-
ability and validity of the CAMRY EH101 dynamometer, and the Jamar dynamometer was regarded as the reference 
device. The order of testing with two dynamometers was randomized in a 1:1 ratio, with a 10-min gap between the 
two devices. Intraclass correlation coefficients (ICCs) and Bland–Altman analysis were calculated to assess reliability 
and validity between the two devices.

Results: The average handgrip strength (HGS) values at six times by the Jamar and CAMRY devices were 25.0 ± 7.9 kg 
and 24.6 ± 7.5 kg, respectively. The ICC values between the two devices were 0.815–0.854, and the systematic bias 
underestimated by the CAMRY dynamometer was 0.5 kg in men and 0.6 kg in women. We carried out a linear regres-
sion equation by sex, and their relationship was found as follows: male HGS (kg)Jamar = 8.001 + 0.765 × HGS (kg)CAMRY; 
female HGS (kg)Jamar = 3.681 + 0.840 × HGS (kg)CAMRY.

Conclusions: The CAMRY EH101 dynamometer provides excellent reliability and validity. This device can serve as a 
reliable, inexpensive, and practical device to assess grip strength in geriatric clinical practice.

Clinical trial registration: Chinese Clinical Trial Registry: ChiCT R2100 046367; Date of clinical trial reistration: 
15/05/2021.
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Introduction
Muscle weakness is a marker of various poor health out-
comes, such as bone health, cardiometabolic disease risk, 
physical dysfunction, and all-cause mortality [1]. Muscle 
strength is a crucial component to diagnose sarcopenia 
and frailty [2]. Previously published studies have reported 
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several muscle strength instruments and procedures, 
including handgrip dynamometers, isokinetic dynamom-
eters, elastic bands, leg press, pull down and vigorimeter 
[3]. In fact, the isokinetic dynamometer is difficult to 
move and operate, and elbow flexion and knee extension 
are limited by requiring special equipment and training. 
The handgrip dynamometer is the widely recommended 
device to measure muscle strength in the Asian Working 
Group for Sarcopenia (AWGS) 2019 [4].

Instruments for measuring HGS can be divided into 
four classes [5] according to physical principles: (a) 
Hydraulic dynamometer: a Jamar hydraulic dynamome-
ter is a typical representative; grip strength is determined 
by hydraulic conduction. (b) Pneumostatic dynamom-
eter: grip strength is assessed according to the grip pres-
sure change by squeezing the rubber bulb, such as a 
Martin vigorimeter. (c) Spring-type dynamometer: The 
spring-type dynamometer is the widely recommended 
device to measure handgrip strength in Asian countries 
[4] and is simple, inexpensive and accurate. The CAMRY 
dynamometer (CAMRY EH101, Sensun Weighing Appa-
ratus Group Ltd, Guangdong, China) is widely used in 
China, and the Smedley dynamometer (Smedley YD-100, 
Tokyo, Japan) is widely used in Japan and other countries. 
(d) Strain hand dynamometer: grip strength measure-
ment is based on the variation in electrical resistance of 
a length of wire due to strain applied to it. The isometric 
strength testing unit is a representative device to meas-
ure whole-body static strength in various positions [6]. 
The Jamar dynamometer was invented in 1954 and can 
record grip strength values with five different handle 
positions [7]. This device is considered the gold standard 
by which other dynamometers are compared because it 
has the highest retest reliability and precision. Compre-
hensive application of the Jamar dynamometer (the left of 

Fig. 1) is limited in China due to the high price, rare pur-
chase channels, and constant maintenance. The CAMRY 
dynamometer (the right of Fig.  1) is widely used in the 
majority of health care settings and physical training for 
middle school students.

The Asian expert consensus on sarcopenia recom-
mended using spring-type dynamometers or hydraulic-
type dynamometers to diagnose sarcopenia. Different 
dynamometers may have different absolute values even 
for the same person. Kim et al. [8] compared Jamar and 
Smedley dynamometers in 467 community-dwelling 
older adults aged 69–89  years and found a statistically 
significant difference between them despite the high cor-
relation. Interestingly, the CAMRY dynamometer and 
Smedley dynamometer share the same physical prin-
ciple and operation procedure. To date, no studies have 
explored whether JAMAR hydraulic dynamometers and 
CAMRY spring dynamometers are consistent, let alone 
calculated the difference bias between them. The pre-
sent study aimed to explore the relationship between 
the Jamar hydraulic-type and CAMRY spring-type 
dynamometers in a large community-dwelling older 
Chinese population. The primary purpose was to assess 
the reliability and measurement bias of grip strength 
obtained with CAMRY EH101 dynamometers. The sec-
ond objective was to calculate the simplified equation 
between the two dynamometers.

Methods
Participants
Our participants came from an existing longitudinal 
population-based community cohort study, the West 
China Health and Aging Trends Study (WCHAT), and 
the criteria for inclusion in the cohorts were people aged 
over 50  years. The initial intent of the WCHAT cohort 

Fig. 1 Jamar dynamometer (left) and CAMRY EH101 dynamometer (right)
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was to establish a sample biobank in relation to the risk 
and prognosis of frailty, sarcopenia, and other geriatric 
syndromes. Our study aimed to evaluate the reliability 
and validity of the CAMRY dynamometer, and all par-
ticipants performed handgrip strength measurements by 
two dynamometers simultaneously. Participants under-
went sarcopenia and frailty screening in this research. 
Since the purpose of this study did not include screening 
for sarcopenia and frailty, we did not report it specifically.

To further explore the relationship between the 
two dynamometers used by different populations, we 
recruited both ethnic minorities who lived in the Tibetan 
Qiang Autonomous Prefecture in Sichuan Province and 
Han Chinese who lived in Chengdu in Sichuan Province. 
Tibetan Qiang Autonomous Prefecture in Sichuan Prov-
ince is a plateau region at an altitude of 2000  m above 
sea level. People living there are Qiang, Tibetan and Yi 
ethnic minorities. The inclusion criteria of this study 
were as follows: (a) regular medical check-ups and good 
activity capacity; (b) compliance, defined as being serious 
about completing the study. Participants with fractures, 
trauma, deformities, acute exacerbation of joint diseases, 
rheumatoid disease, and gout, neuromuscular disease 
or other acute conditions affecting the grip strength test 
were excluded from this study. Individuals with unstable 
chronic disease or other conditions that may affect the 
hand functional examination were also excluded.

Finally, 1064 older adults aged 50–90  years, includ-
ing 686 minorities and 378 Han Chinese, were enrolled 
from July to September 2021. The study was performed 
in accordance with the Declaration of Helsinki and 
approved by the Institutional Review Boards of West 
China Hospital, Sichuan University; the approval num-
ber is 2021(96). Written informed consent was obtained 
from all participants (the participants who were unable 
to write by providing a thumb print and the authoriza-
tion letter were also signed by the legal guardians).

Grip strength measurements and procedures
First, two professional researchers explained how to use 
the two dynamometers and inquired about hand domi-
nance. Dominance is defined as carrying out well-learned 
skills such as writing, holding chopsticks and throw-
ing a ball. Generally, dominance is right-handed for the 
majority of people. Three grip strength tests were per-
formed with two dynamometers for each hand, with a 
10-min gap between the two devices. The test order of 
the two dynamometers was randomized in a 1:1 ratio, 
and randomization was carried out according to an Excel 
random number table. The second handle position has 
been assumed to be the most reliable position because it 
can help to maximize grip strength [5]. Both the Jamar 
dynamometer and CAMRY handgrip dynamometer were 

set in the second-handle position. Standard testing pro-
cedures of the Jamar hydraulic dynamometer are listed as 
follows: the subjects were seated in a comfortable chair 
without arm support, with the elbow in 90° flexion; the 
upper arm and lateral thorax were separated to ensure 
accuracy. This position is also recommended as a stand-
ardized grip strength testing guideline by the American 
Society of Hand Therapists (ASHT). Measurement of the 
CAMRY dynamometer was performed with the elbow 
fully extended in the standing position. In this research, 
grip strength testing was performed on two devices using 
a standardized testing protocol. Subjects were asked to 
squeeze the handle with maximal effort for at least 5  s 
and were given verbal encouragement. A break of at least 
15-s was taken between the two tests to prevent fatigue 
effects. Both hands were tested three times with maxi-
mal effort, and average HGS values were mainly recorded 
and analysed. HGS values were measured in kilograms, 
and a kilogram was equal to 2.2046 pounds. The maxi-
mum value measured by the CAMRY dynamometer is 
90  kg, and the limitation of accuracy is 0.1  kg. All par-
ticipants strictly carried out HGS testing procedures 
under the supervision and instruction of two specialized 
researchers. A standard operation procedure (SOP) was 
developed in this study, and data were deposited into the 
unified database platform. Five research staff checked the 
data and treated missing values according to age and sex.

Other anthropometric measurements
The elements of anthropometry include height, weight, 
mid-upper arm circumference (MUAC), calf circumfer-
ence (CC), waist circumference, hip circumference, blood 
pressure and pulse. Height and weight in this study were 
measured by the Tsinghua Tongfang height and weight 
tester. Participants were asked to remove shoes and heavy 
clothing before the height and weight measurements. 
Height and weight were measured twice, and the average 
of two measurements was taken for analysis. The MUAC 
was measured at the middle point of the upper arm on 
the dominant side. The midpoint of the acromion and 
olecranon was marked when the subject was in a stand 
position; subsequently, the researcher wrapped the meas-
uring tape at the marked midpoint. CC measurement 
was performed with the subjects in a seated position. The 
knee and ankle bent at 90°, and a specialized researcher 
used tape located at the maximum horizontal distance 
around the calf of the right leg. Waist circumference and 
hip circumference were measured with the subjects in a 
standing position. A trained observer measured the waist 
circumference of the subject at the umbilicus level after 
deep expiration. Hip circumference was measured with a 
tape measure at the largest circle level of the hip while 
standing. Blood pressure and pulse were measured after a 
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5-min rest period in a seated position using an electronic 
sphygmomanometer.

Statistical analysis
Data analysis was performed with IBM SPSS (version 
21.0), and the average grip strength value of six times 
was selected for further analysis. Study population base-
line characteristics are presented as the mean ± standard 
deviation (SD). The reliability and measurement bias of 
the CAMRY dynamometer were assessed to determine 
accuracy and agreement with the Jamar device.

Relative reliability was assessed using the intraclass cor-
relation coefficient (ICC). ICC was performed based on a 
single measurement, absolute agreement, and two-way 
random-effects model. Generally, ICC is considered good 
for 0.75–0.90 and excellent for 0.91–1.00 [9]. Absolute 
reliability includes the standard error of measurement 
(SEM) and minimal detectable change (MDC). SEM and 
MDC were calculated with the following formulas:

SEM = SD × 
√

1− ICC ; MDC = 1.96 × 
√

2×SEM; 
SEM% = (SEM/mean) × 100% [10]; MDC% = (MDC/
mean) × 100% [11] (SD: standard deviation of the differ-
ence; mean: average grip strength values of two dynamom-
eters). Moreover, Spearman correlation and simple linear 
regression were also performed to assess correlations 
between the two devices. We considered Spearman cor-
relation coefficients larger than 0.80 to be excellent.

The overall difference between the two dynamometers 
was determined through systematic bias and measure-
ment error. Paired t tests and Bland–Altman analyses 
were performed to quantify the measurement bias of 
both dynamometers [12]. Systematic bias was expressed 
as the mean difference between two methods by Bland–
Altman plots. The 95% limits of agreement (LOA) were 
defined as bias ± 1.96 SD, and SD was the standard devia-
tion of the difference [13]. p < 0.05 indicated statistical 
significance.

Results
Participants and clinical characteristics
A total of 1064 healthy community-dwelling adults aged 
50–90  years completed this study, which included 686 
minorities living in highland areas and 378 Han Chi-
nese individuals. The study participants consisted of 693 
females and 371 males with a mean age of 66 ± 7.7 years 
old. A demographic description of the sample is shown in 
Table 1. Among the 1064 participants, 121 had sarcope-
nia, and 943 had nonsarcopenia. Table 2 shows the results 
of average grip strength and maximum grip strength in 
different study populations. The average HGSs of the 
six times by Jamar and CAMRY were 25.0 ± 7.9  kg and 
24.6 ± 7.5  kg, respectively. Two dynamometers consist-
ently showed that minorities had significantly greater 
HGS than Han Chinese; similarly, HGS in males was 
higher than in females (Table  2). Overall, HGS values 

Table 1 Baseline characteristics of sample

Characteristics Total(n = 1064) Female(n = 693) Male(n = 371)

Ages (years) 66 ± 7.7 64 ± 7.4 68 ± 7.6

Height (cm) 155 ± 7.7 151 ± 5.7 162 ± 5.9

BodyWeight (kg) 61 ± 9.9 59 ± 9.4 65 ± 9.8

Mid-upper arm circumference (cm) 28 ± 3 28 ± 3 27 ± 3

Calf circumference (cm) 34 ± 3 34 ± 2.8 34 ± 3.3

Waist circumference (cm) 87 ± 10 87 ± 10 88 ± 97

Hip circumference (cm) 95 ± 7.2 95 ± 7 95 ± 7.5

Blood Pressure (mmHg) 135/84 135/84 136/85

Pulse (beats/min) 74 75 73

Sarcopenia (n) 121 (11.37%) 69 52

Non Sarcopenia (n) 943 (88.63%) 624 319

Chronic diseases (n) 772 (73.8%) 510 (73.5%) 262 (70.6%)

Hypertension (n) 354 (33.8%) 229 (33%) 116 (31.2%)

Coronary heart disease (n) 55 (5.2%) 32 (4.6%) 23 (6.1%)

Diabetes mellitus (n) 133 (12.7%) 93 (13.4%) 40 (10.7%)

chronic obstructive pulmonary disease (n) 72 (6.8%) 31( 4.47%) 41 (11%)

Gastrointestinal disease (n) 92 (8.7%) 52 (7.5%) 40 (10.7%)

Liver disease (n) 83 (7.9%) 54 (7.7%) 29 (7.8%)

Kidney disease (n) 52 (4.9%) 34 (4.9%) 18 (4.8%)

Cerebrovascular disease (n) 44 (4.2%) 28 (4%) 16 (4.3%)
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estimated by the Jamar dynamometer were higher than 
those estimated by the CAMRY dynamometer.

Reliability and measurement bias
To ensure generality and accuracy, we mainly analysed 
the average HGS six times. Outlier samples and and 
missing values were removed from the analysis. First, the 
ICC values between the two devices were 0.815–0.854, 
and the Spearman rank correlation of both dynamom-
eters was 0.810–0.855 (Table  3), which indicated excel-
lent reliability between the two dynamometers. Absolute 
reliability can be quantified using SEM and MDC. MDC 
can help clinicians evaluate whether the change between 
two measurements is a true change or just a measure-
ment error. SEM was between 1.59–2.15  kg, and MDC 
ranged from 4.43 kg to 5.95 kg. The paired t test in this 
study showed a systematic bias between the two devices 
(p = 0.006). According to the Bland–Altman plot, system-
atic bias (Fig. 2a and b) underestimated by the CAMRY 
dynamometer was 0.5  kg in men and 0.6  kg in women 
compared with the Jamar dynamometer. To further 
explore the relationship between the two dynamom-
eters and apply it in clinical practice, we carried out a 
linear regression equation by sex: male HGS (kg)Jama

r = 8.001 + 0.765 × HGS(kg) CAMRY; female HGS (kg) 
Jamar = 3.681 + 0.840 × HGS (kg) CAMRY. (Fig. 3a and b).

Discussion
Asian expert consensus on sarcopenia recommends 
using a spring-type dynamometer to measure handgrip 
strength. CAMRY dynamometer, belongs to spring type 
dynamometer, is the most often used device to meas-
ure handgrip strength in Chinese studies. To the best of 
our knowledge, this is the first report on the relationship 
between the Jamar and CAMRY dynamometers. First, 
the relative reliability between the two dynamometers 
expressed by ICC varied from 0.815 to 0.854. Similarly, 
Spearman correlations between Jamar and the CAMRY 
dynamometer were 0.810–0.855. SEM% and MDC% 
were calculated to validate the precision and absolute 
reliability. Generally, SEM variability lower than 10% is 
considered appropriate for clinical purposes [14]. Other 
scholars insist that SEM% < 15% and MDC% < 30% dem-
onstrate acceptable reliability [15]. Fortunately, the SEM% 
varied from 6.54% to 8.60%, and the MDC% varied from 
17.84% to 23.79% in our research, which indicated high 
absolute reliability for the CAMRY dynamometer. The 
CAMRY dynamometer underestimated systematic bias 
in the Bland–Altman plots by 0.5 kg in men and 0.6 kg 
in women. As expected, the CAMRY dynamometer had 
excellent reliability and accuracy compared with the 
gold standard device. In summary, enough evidence has 
been shown from this review to recommend the use of a 

Table 2 Handgrip strength of different subgroups

Handgrip strength (kg) Male
(n = 371)

Female
(n = 693)

Minorities
(n = 686)

Han Chinese
(n = 378)

Jamar dynamometer

 dominant hand, mean 31.8 ± 7.4 20.8 ± 5.5 26.0 ± 8.0 22.1 ± 7.7

 mean value for six times 32.2 ± 7.0 20.1 ± 5.3 26.3 ± 7.8 22.7 ± 7.7

 dominant hand, max 33.6 ± 7.5 22.2 ± 5.7 27.6 ± 8.3 23.5 ± 7.9

 maximal value for six times 36.0 ± 7.2 23.7 ± 5.7 29.2 ± 8.4 25.7 ± 8.4

Camry EH101 dynamometer

 dominant hand, mean 32.3 ± 7.1 21.1 ± 4.8 25.5 ± 8.0 24.2 ± 7.3

 mean value for six times 31.7 ± 6.8 20.8 ± 4.6 27.0 ± 8.3 23.7 ± 7.2

 dominant hand, max 33.9 ± 7.4 22.5 ± 5.0 25.1 ± 7.7 25.5 ± 7.4

 maximal value for six times 34.9 ± 7.1 23.1 ± 4.9 27.7 ± 8.2 26.2 ± 7.6

Table 3 Reliability and validity of two handgrip dynamometers

r, speraman correation analysis; SEM, standard error of measurement; MDC, minimum detectable change

Jamar (kg)
Mean ± SD

CAMRY(kg)
Mean ± SD

ICC (95%CI) r SEM SEM% MDC MDC%

dominant hand, mean 24.6 ± 8.1 25.0 ± 7.8 0.826 [0.806–0.844] 0.821 1.96 7.87% 5.44 21.86%

dominant hand, max 26.2 ± 8.4 26.4 ± 8.0 0.815 [0.794–0.835] 0.810 2.15 8.60% 5.95 23.79%

mean value for six times 25.0 ± 7.9 24.6 ± 7.5 0.854 [0.836–0.870] 0.855 1.59 6.40% 4.43 17.84%

maximal value for six times 28.0 ± 8.5 27.2 ± 8.0 0.844 [0.822–0.863] 0.852 1.81 6.54% 5.04 18.22%
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CAMRY dynamometer for Asian populations in clinical 
practice.

Evidence has confirmed that arm circumference, age, 
arm length, hand size, sex, height, and weight greatly 
influence HGS [16]. Generally, men had higher grip 
strength than women because of gender and physiologi-
cal perspectives, and our findings are in accordance with 
this finding. Some scholars believe that HGS is signifi-
cantly different between Caucasian and Asian popula-
tions. Marzetti et  al. [17] investigated muscle strength 
and calf circumference among Italian and Taiwanese par-
ticipants in 2018 and showed that Italian participants had 
significantly greater HGS and calf circumference than 
Taiwanese participants. Moreover, we comprehensively 
assessed HGS values for minorities living in highland 
areas and the Han Chinese population, and we observed 

that minorities had significantly higher HGS in both 
dynamometers. This phenomenon may be related to their 
distinct lifestyles, diet-related habits, living environment, 
culture, and genetic backgrounds [18].

The frequency of HGS testing and the interval between 
measurements remain controversial. Opinions about 
whether HGS tests should be measured twice or three 
times are always diverse and complicated; the same situ-
ation applies to average or maximal values. A systematic 
review in 2018 comprehensively analysed 34 epidemio-
logic studies and summarized that most studies carried 
out two or three trials; only one test was less reliable than 
three trials [19]. The ASHT recommends that the grip 
strength test be repeated at least three times each hand, 
and an average of three trials be selected for analysis [5, 
20]. Fortunately, our study design fully complied with this 

Fig. 2 Bland–Altman plot comparing two dynamometers in men and women

Fig. 3 Linear regression comparing two dynamometers in men and women
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principle. On the other hand, the HGS interval between 
measurements was inconsistent among current studies. 
Wu et  al. [21] investigated older Taiwanese individuals 
in 2014 and reported that a 30-s interval was necessary; 
however, other literature recommended a 6-s break [22]. 
There was literature comparing constant measurement 
and 1-min rest and concluded that continuous measure-
ment led to reduced power, but a 1-min interval coun-
teracted fatigue effects [23]. In short, the ASHT believes 
that an interval of more than 15 s is reasonable for HGS 
testing procedures [20].

HGS values by the Jamar dynamometer were higher 
than those by the CAMRY dynamometer under the 
same circumstances in our research. Mathiowetz et  al. 
[24] reported that HGS with the elbow in 90° flexion was 
higher than fully extended, but Lee et al. [25] investigated 
HGS in different positions of elbow and shoulder flexion 
at 90°, and 180° came to different conclusions. Kim et al. 
[8] found that the HGS of the Jamar hydraulic dynamom-
eter was higher than that of the Smedley dynamometer. 
Expert consensus in AWGS 2019 also agreed on this 
viewpoint. In summary, hand size, measurement pos-
tures, joint position, and frequency of testing greatly 
influence the absolute values and precision of HGS, 
which makes comparisons between different devices dif-
ficult [5].

Most studies in this field have reported numerous types 
of hand dynamometers to measure grip strength in addi-
tion to Jamar, such as the DynEX, Grip-ball, Smedley, 
and other measurement devices. Kim et al. [8] reported 
evidence between the Jamar and Smedley dynamometers 
in 2017; 478 participants attended the study. There was 
systematic bias with underestimating HGS by the Smed-
ley dynamometer compared with Jamar, bias 3.09 kg for 
men and bias 2.6  kg for women. Shechtman et  al. [7] 
reported the reliability and validity of the digital DynEx 
Dynamometer in 2005. This study selected the Jamar cri-
terion as the gold standard, and 100 young, healthy sub-
jects aged 20–40 years were included; the data revealed 
high test–retest reliability for the DynEx Dynamometer 
(r = 0.9864) [7]. According to the present results, the 
sample size for the DynEx dynamometer is so small that 
more evidence is needed to support this conclusion. A 
grip-ball dynamometer can be used for home self-mon-
itoring HGS because of a pressure sensor. Vermeulen 
et al. [26] reported that the Pearson correlations between 
grip ball and the Jamar dynamometer were 0.71 and 0.76 
for the left and right hands, respectively. Indeed, the use 
of grip-ball dynamometers in our country is rare; on the 
other hand, the implementation of grip-ball as a screen-
ing and monitoring HGS device is uncertain.

This study had several limitations. First, the number of 
minorities living in the highland areas was significantly 

greater than that of Han Chinese. Second, 772 older 
adults had chronic disease among the 1064 community-
dwelling adults; the relationship between chronic disease 
and grip strength changes is complicated. However, par-
ticipants aged over 50 always have multiple comorbidi-
ties; therefore, a similar study must be performed once 
more in young, healthy volunteers.

Conclusions
In the present study, HGS values by the Jamar dynamom-
eter were higher than those by the CAMRY dynamom-
eter. In summary, the CAMRY EH101 dynamometer 
provides excellent reliability and validity compared with 
the Jamar dynamometer. We concluded that the CAMRY 
dynamometer could serve as a reliable, inexpensive and 
practical device to assess grip strength in geriatric clinical 
practice.

Abbreviations
ICC: Intraclass correlation coefficients; HGS: Handgrip strength; AWGS: Asian 
Working Group for Sarcopenia; WCHAT: West China Health and Aging Trends 
Study; ASHT: American Society of Hand Therapists; SOP: Standard operation 
procedure; MUAC : Mid-upper arm circumference; CC: Calf circumference; 
SD: Standard deviation; SEM: Standard error of measurement; MDC: Minimal 
detectable change; LOA: Limits of agreement.

Acknowledgements
We are grateful for the contribution of the staff of the Department of Geriatrics 
Medicine, West China Hospital. Special thanks to the aging adults who partici-
pated in this study.

Authors’ contribution
JY and NG designed the study and supervised the manuscript. LH and YL 
carried out the study, analysed the data and wrote the original draft. LH and 
YL contributed equally to this paper. TL, LH, and QS revised the manuscript 
and performed statistical analysis. All authors have read and approved the 
manuscript.

Funding
This study was supported by the Chinese National Science and Technology 
Pillar Program (2020FYC2005600).

Availability of data and materials
The datasets used for the current study are not publicly available due to 
confidentiality constraints but are available from the corresponding author 
upon reasonable request.

Declarations

Competing interests
The authors declare no competing interests.

Ethical approval and consent to participate
The study was approved by the Ethics Committee on Biomedical Research, 
West China Hospital of Sichuan University; approval number is 2021(96). The 
study was performed in accordance with the Declaration of Helsinki. Each 
participant provided written informed consent. The participants who were 
unable to write issued an authorization letter to their legal guardians by 
providing a thumb print, and the authorization letter was also signed by the 
legal guardians. After being authorized, the legal guardians proceeded to 
provide written consent on behalf of the participants, and the participants 
then assented by providing a thumb print.



Page 8 of 8Huang et al. BMC Geriatrics          (2022) 22:580 

•
 
fast, convenient online submission

 •
  

thorough peer review by experienced researchers in your field

• 
 
rapid publication on acceptance

• 
 
support for research data, including large and complex data types

•
  

gold Open Access which fosters wider collaboration and increased citations 

 
maximum visibility for your research: over 100M website views per year •

  At BMC, research is always in progress.

Learn more biomedcentral.com/submissions

Ready to submit your researchReady to submit your research  ?  Choose BMC and benefit from: ?  Choose BMC and benefit from: 

Consent for publication
not applicable.

Competing interest
The authors declare no competing interests.

Received: 5 January 2022   Accepted: 29 June 2022

References
 1. Cruz-Jentoft AJ, Sayer AA. Sarcopenia Lancet. 2019;393(10191):2636–46.
 2. Cruz-Jentoft AJ, Bahat G, Bauer J, Boirie Y, Bruyère O, Cederholm T, et al. 

Sarcopenia: revised European consensus on definition and diagnosis. Age 
Ageing. 2019;48(1):16–31.

 3. Mijnarends DM, Meijers JMM, Halfens RJG, ter Borg S, Luiking YC, Verlaan 
S, et al. Validity and reliability of tools to measure muscle mass, strength, 
and physical performance in community-dwelling older people: a sys-
tematic review. J Am Med Dir Assoc. 2013;14(3):170–8.

 4. Chen LK, Woo J, Assantachai P, Auyeung TW, Chou MY, Iijima K, et al. Asian 
working group for sarcopenia: 2019 consensus update on sarcopenia 
diagnosis and treatment. J Am Med Dir Assoc. 2020;21(3):300-307.e2.

 5. Roberts HC, Denison HJ, Martin HJ, Patel HP, Syddall H, Cooper C, et al. 
A review of the measurement of grip strength in clinical and epide-
miological studies: towards a standardised approach. Age Ageing. 
2011;40(4):423–9.

 6. Leslie KK, Dipasquale-Lehnerz P, Smith M. Obstetric forceps training using 
visual feedback and the isometric strength testing unit. Obstet Gynecol. 
2005;105(2):377–82.

 7. Shechtman O, Gestewitz L, Kimble C. Reliability and validity of the DynEx 
dynamometer. J Hand Ther. 2005;18(3):339–47.

 8. Kim M, Shinkai S. Prevalence of muscle weakness based on different 
diagnostic criteria in community-dwelling older adults: a comparison of 
grip strength dynamometers. Geriatr Gerontol Int. 2017;17(11):2089–95.

 9. Koo TK, Li MY. A guideline of selecting and reporting intraclass correlation 
coefficients for reliability research. J Chiropr Med. 2016;15(2):155–63.

 10. Shrout PE, Fleiss JL. Intraclass correlations: uses in assessing rater reliabil-
ity. Psychol Bull. 1979;86(2):420–8.

 11. Lexell JE, Downham DY. How to assess the reliability of measurements in 
rehabilitation. Am J Phys Med Rehabil. 2005;84(9):719–23.

 12. Atkinson G, Nevill AM. Statistical methods for assessing measurement 
error (reliability) in variables relevant to sports medicine. Sports Med. 
1998;26(4):217–38.

 13. Bland JM, Altman DG. Statistical methods for assessing agree-
ment between two methods of clinical measurement. Lancet. 
1986;1(8476):307–10.

 14. Buckinx F, Croisier JL, Reginster JY, Dardenne N, Beaudart C, Slomian J, 
et al. Reliability of muscle strength measures obtained with a hand-held 
dynamometer in an elderly population. Clin Physiol Funct Imaging. 
2017;37(3):332–40.

 15. Lingjun X, Jingjing X, Tiebing Y, Shaoling W. Reliability study of surface 
electromyography in the assessment of swallowing function. Chin J 
Rehab Med. 2014;29(12). https:// doi. org/ 10. 3969/j. issn. 1001- 1242. 2014. 
12. 012. (In Chinese).

 16. Günther CM, Bürger A, Rickert M, Crispin A, Schulz CU. Grip strength 
in healthy caucasian adults: reference values. J Hand Surg Am. 
2008;33(4):558–65.

 17. Marzetti E, Hwang AC, Tosato M, Peng LN, Calvani R, Picca A, et al. Age-
related changes of skeletal muscle mass and strength among Italian and 
Taiwanese older people: Results from the Milan EXPO 2015 survey and 
the I-Lan Longitudinal Aging Study. Exp Gerontol. 2018;102:76–80.

 18. Meng X, Song M, Vilaj M, Štambuk J, Dolikun M, Zhang J, et al. Glycosyla-
tion of IgG associates with hypertension and Type 2 diabetes mellitus 
comorbidity in the Chinese muslim ethnic minorities and the Han 
Chinese. J Pers Med. 2021;11(7):614.

 19. Ha YC, Hwang SC, Song SY, Lee C, Park KS, Yoo JI. Hand grip strength 
measurement in different epidemiologic studies using various methods 
for diagnosis of sarcopenia: a systematic review. Eur Geriatr Med. 
2018;9(3):277–88.

 20. Duan YJ. Advance in hand grip measurement(review). Chin J Rehab 
Theory Pract. 2009;15(10):948–951. (In Chinese).

 21. Wu CH, Chen KT, Hou MT, Chang YF, Chang CS, Liu PY, et al. Prevalence 
and associated factors of sarcopenia and severe sarcopenia in older 
Taiwanese living in rural community: the Tianliao old people study 04. 
Geriatr Gerontol Int. 2014;14(Suppl 1):69–75.

 22. Pagotto V, Silveira EA. Applicability and agreement of different diagnostic 
criteria for sarcopenia estimation in the elderly. Arch Gerontol Geriatr. 
2014;59(2):288–94.

 23. Watanabe T, Owashi K, Kanauchi Y, Mura N, Takahara M, Ogino T. The 
short-term reliability of grip strength measurement and the effects of 
posture and grip span. J Hand Surg Am. 2005;30(3):603–9.

 24. Mathiowetz V, Rennells C, Donahoe L. Effect of elbow position on grip 
and key pinch strength. J Hand Surg Am. 1985;10(5):694–7.

 25. Lee WJ, Liu LK, Peng LN, Lin MH, Chen LK. Comparisons of sarcopenia 
defined by IWGS and EWGSOP criteria among older people: results from 
the I-Lan longitudinal aging study. J Am Med Dir Assoc. 2013;14(7):528.
e1-7.

 26. Vermeulen J, Neyens JC, Spreeuwenberg MD, van Rossum E, Hewson DJ, 
de Witte LP. Measuring grip strength in older adults: comparing the grip-
ball with the Jamar dynamometer. J Geriatr Phys Ther. 2015;38(3):148–53.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub-
lished maps and institutional affiliations.

https://doi.org/10.3969/j.issn.1001-1242.2014.12.012
https://doi.org/10.3969/j.issn.1001-1242.2014.12.012

	Reliability and validity of two hand dynamometers when used by community-dwelling adults aged over 50 years
	Abstract 
	Background: 
	Methods: 
	Results: 
	Conclusions: 
	Clinical trial registration: 

	Introduction
	Methods
	Participants
	Grip strength measurements and procedures
	Other anthropometric measurements
	Statistical analysis

	Results
	Participants and clinical characteristics
	Reliability and measurement bias

	Discussion
	Conclusions
	Acknowledgements
	References


